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Introduction
• Actinide Analytical Chemistry (C-AAC) at LANL has a full 

set of analytical chemistry capabilities to support the 
production mission

• AAC uses the Pu Metal Standards Exchange Program to 
validate and verify that the data quality objectives are 
met for Pu Sustainment

• This presentation describes
• Analytical chemistry techniques used to address requirements
• Analytical sample flow
• Process overview
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Organizational Structure
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Requirement Analyte(s) Primary Technique
Sh

al
l b

e 
An
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yz

ed
Pu Isotopics TIMS

Pu Assay/Fe Coulometry/Spectrophotometry

Ga Assay XRF

Al, Be, Ca, Cr, Ni, Mg, Si, Ti ICP-AES

Ta, V, W ICP-MS

Am Assay Radiochemistry

Np Assay Radiochemistry

U Assay TIMS

C Concentration Combustion/IR

N
ot

 R
eq

ui
re

d B, Cu, Mn, Zn ICP-AES

Cd, Pb, Sn, Th, Y, Zr ICP-MS

Cl, F Concentrations Pyrohydrolysis/IC

H, N, O Concentrations Combustion/TCD

Summary of Analytical Techniques
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Requirement Analyte(s) Primary Technique
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Al, Be, Ca, Cr, Ni, Mg, Si, Ti ICP-AES
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Am Assay Radiochemistry

Np Assay Radiochemistry (ICP-MS)

U Assay TIMS (ICP-MS)

C Concentration Combustion/IR

Summary of Analytical Techniques

• Required analytes only
• Primary techniques and 

instruments only

• Consolidated techniques 
(e.g. ICP for U, Np)
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Summary of Analytical Techniques

• Required analytes only
• Primary techniques and 

instruments only

• Consolidated techniques 
(e.g. ICP for U, Np)
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Example Analytical Sample Flow

Sample Management Team
-electronic sample tracking initiated

Subsampling and Polishing
-sample is distributed for DA

ICP-OES/ICP-MS
- trace element composition

- may include U, Np

Destructive 
Analyses

(DA)

Combustion
-carbon concentration 

- also H, N, O S

X-Ray Fluorescence
-Ga content

Coulometry
-Pu assay

TIMS
-Pu isotopic composition

-U concentration

Data Review and Approval

Spectrophotometry
-Fe concentration

Pyrolysis and Ion 
Chromatography

-anion concentration (Cl, F)

Final Report
(sent to customer)

Radiochemistry
-Am concentration
-Np concentration

Sample Receipt at CMR Sample Receipt at PF-4
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Example Analytical Sample Flow
Sample Receipt at CMR

Sample Management Team
-electronic sample tracking initiated

Subsampling and Polishing
-sample is distributed for DA

Destructive 
Analyses

(DA)

Combustion
-carbon concentration 

- also H, N, O, S

Data Review and Approval

Pyrolysis and Ion 
Chromatography

-anion concentration (Cl, F)

Final Report
(sent to customer)

Radiochemistry
-Am concentration
-Np concentration

X-Ray Fluorescence
-Ga content

Coulometry
-Pu assay

Spectrophotometry
-Fe concentration

Sample Receipt at PF-4

TIMS
-Pu isotopic composition

-U concentration

ICP-OES/ICP-MS
- trace element composition

- may include U, Np
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Primary Techniques and Instruments

• Used prior campaigns as basis for 
assigning primary techniques

• This EE includes primary ICP 
instruments only
– Collected data for back-up 

instruments
– Will compile and prepare data for 

back-up instruments to share at a 
future date
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• Process is currently 
executed across 2 facilities 
(CMR and RLUOB)

• ICP-MS analyses typically 
carried out directly with 
dissolved sample               
(U is an exception)

• Pu matrix is removed for 
ICP-AES analysis

Trace Element Analysis

AG
M

P-
1 

R
es

in

Trace 
Elements Pu Matrix

ICP-AES

Dilute

Dissolved Pu sample

90% of sample

ICP-MS
~10% of sample

Dilute

Presenter
Presentation Notes
Isobaric interferences
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Trace Analysis Sample Flow

Presenter
Presentation Notes
Courtesy of Bartlett
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Engineering Evaluation Procedure Scope

• Trace Analysis process: 5 technical procedures
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Upcoming
Tabletop Reviews

• January 18: 
- Overview (this talk)
- U/Np Discussion
- Data Package Quality Review

• January 19: Procedure Reviews

• January 20: Data Reviews

Observations

• January 25: Trace Element Process Observation (CMR)

• January 26-27: Trace Element Process Observation (RLUOB)
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EXTRA SLIDES
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Introduction
• Actinide Analytical Chemistry (C-AAC) at LANL has a full 

set of analytical chemistry capabilities to support Pu 
Sustainment

• We use independent means to validate and verify that 
the highest data quality objectives are met for Pu 
Sustainment
• All key analyses are validated on a regular schedule through the 

Plutonium Metals Exchange Program

• This presentation describes
• Overview of analytical chemistry support for Pit Production
• Analytical chemistry techniques used to address requirements
• Analytical sample flow
• Overview of processes
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Analysis of Major, Minor, Trace Constituents
• Major – assay of plutonium (Pu), uranium (U), americium 

(Am), and neptunium (Np) with traceability to national 
standards

• Minor – from part-per-thousand to percent levels
• critical to material performance
• allows for interference corrections and mass balance 

• Trace – from part-per-thousand to sub-part-per-million 
impurities

A large suite of elements with concentrations varying over 
several orders of magnitude (sub-ppm to %) are measured
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Eltra/LECO interstitial gas analyzer

ICP-Mass Spectrometry

ICP-Atomic Emission Spectrometry 

Ion Chromatography

Gas Mass Spectrometry 

Pu, U – Assay/ Fe Spectrophotometry

Thermal Ionization Mass Spectrometry

Radio Chemistry – Np, Am, Pu

X-ray Fluorescence – Ga

Cold Vapor Atomic Fluorescence 

LANL Analytical Techniques



Los Alamos National Laboratory

19

Analytical Service Request
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Analytical Service Request
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Unique Sample Identifiers

29353           A29353-0

Samples are tracked electronically 
throughout each process (Labware)
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Sample Polishing

polished Pu metalunpolished encapsulated Pu metal 

• Polishing is critical for high accuracy, high precision analyses
• Wire brush is used to remove surface oxide layer

• Performed in an inert atmosphere glovebox
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Sample Size Requirements
• Quality control standards and blanks are analyzed in parallel to 

samples where applicable

• 5 g sample size is preferred, and generally allows for recuts

• Samples are typically analyzed in duplicate (sometimes triplicate)

Analysis Method(s) Individual Cut Size (mg) # of Cuts Total Sample Size (mg)
Pu Assay/Fe 475-499 2 950-998

U Concentration (small portion from assay cut) 2 <5

Pu Isotopics (small portion from assay cut) 2 <5

Ga (XRF) 475-499 2 950-998

Am, Np Concentration (80-120; from assay cut) 2 160-240

Carbon 400-499 2 800-998

Trace Element 
Concentrations 235-275 + 235-275 per batch 3 705-825

Cl, F Concentrations 475-499 2 950-998

TOTAL 4.52 - 5.06 g
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AG
M

P-
1 

R
es

in

Trace 
Elements

10M HNO3-0.03M HF,
then 8M HNO3

Pu Matrix

0.1M HCl

ICP-AES

dilute

Dissolved Pu sample
(~ 250mg sample/g solution)

90% of sample

ICP-MS
10% of sample

Serial dilution

Trace Elements
• Analyte list varies depending 

on specification
• Pu matrix does not interfere 

with ICP-MS analysis
• Pu matrix interferes with 

ICP-AES analysis
• Pu matrix is removed 

using AGMP-1 Resin

Presenter
Presentation Notes
Dissolve in 1 mL 6M HCl (PuIII)Dilute to 3 mL with 10M HNO3-0.03M HF (PuIV)Remove 300 uL ICP-MS aliquotLoad ~3 mL HCl/HNO3/HF mixtureRinse with 2 mL 10M HNO3 (PuIV)Rinse with 9mL 8M HNO3 (PuIV)Elute Pu with dil HCl
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Primary Techniques and Backups

Required Analytes
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Primary Techniques and Backups

Not Required
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Overview of 2018 ER Ring EE
1/10/2022 |   27Los Alamos National Laboratory

• From May-July 2018, an EE was completed in support of 
the FY18 ER Ring milestone

• The LLNL Design Agency evaluated Analytical Chemistry 
procedures and practices

• Evaluators included:
• LLNL Product Realization Team (PRT) Lead
• LLNL Quality Engineer
• LLNL Technical Experts

• EE was conducted in two phases
• Phase 1: Tabletop (24 chemistry procedures; 11 processes)
• Phase 2: Observational (6 chemistry procedures; 3 processes)
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Scope of 2018 ER Ring EE
1/10/2022 |   28Los Alamos National Laboratory

Phase 1 – Tabletop
• Technical discussion completed for each procedure
• Modifications were suggested and incorporated

Phase 2 – Observational
• Walk-down of 3 processes:

• Pu Assay by Coulometry 
• Fe by Spectrophotometry
• Trace Elements Analysis by ICP-AES

• 6 procedures covered:
• Sample handling, tracking, dissolution, splitting/cutting, blanks 

(instrument, process, and reagent), quality control samples, replicate 
analysis, data analysis, data entry 

• Additionally:
• Training, document control, M&TE, records, QA protocols
• MDLs, coulometry blanks
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Process Qualification Plans (PQPs)

• PQPs were developed (1 for each process)
– Qualification of analyte, instrument, and method
– Leverages existing historical data, where possible
– Methods have been continually validated since last campaign through the Pu 

Metal Standards Exchange Program (PMSEP)

• Purpose
– Establish standards that will be used for measuring each analyte in Pu metal
– Demonstrate each process through supporting data
– Statistical evaluation to meet the product related requirements
– Assure that the instrument and respective analytical methods meet the 

accuracy, precision, and uncertainty expectations

• Demonstration of statistical control and repeatability is key
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• Scope
– The following aspects were captured: sample preparation, chemical analysis, 

instrument techniques, data collected, statistical analyses of results
– Data were collected using certified (traceable) standards, PMSEP materials, 

quality control data, and development samples from the manufacturing team
– Data collected have been used to determine accuracy, precision, uncertainty, 

and possible biases/trends 
– Experiments define inherent repeatability and reproducibility

• A Process Qualification Report (PQR) will be prepared, summarizing 
experimental results

Process Qualification Plans (PQPs)
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